Calculation of overall tilt angles for a double tilt holder in a TEM.
A simple formula has been derived for the tilt angle of a specimen in terms of the two tilt angles of a side entry, double tilt holder in a transmission electron microscope. An expression for calculating the direction of the apparent tilt axis in relation to the observed diffraction pattern has also been derived. The accuracy and reproducibility of specimen tilting has been assessed experimentally.